[Introduction of the retinal electrical biopotential into multifocal analysis].
On the basis of the ISCEV standards and the author's experience, the paper describes theoretical prerequisites for multifocal electroretinography and its methodology. The variants of assessing the results, failure causes, and terminology of multifocal analysis of electroretionographic evidence are considered.